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NOTES  ON  THE  DESIGN  OF  4-TERMINAL  RESISTANCE 
STANDARDS  FOR  ALTERNATING  CURRENTS 

By  Francis  B.  Silsbee 


ABSTRACT 

The  design  of  a  resistance  standard  for  use  with  alternating  current  involves 
not  only  the  consideration  of  the  value,  definiteness,  and  permanence  of  the 
resistance  and  the  adequate  cooling  of  the  metal  parts,  which  are  encountered 
in  direct-current  standards  as  well,  but  also  the  consideration  of  the  inductance 
and  of  the  possible  change  in  the  resistance  of  the  standard  with  the  frequency 
of  the  current  flowing  in  it.  These  notes  give  the  theoretical  basis  for  the  com- 
putation of  the  inductance  of  resistance  standards  which  consist  of  a  system 
of  straight  conductors  long  in  comparison  to  their  diameters.  Most  standards 
used  in  the  measurement  of  large  currents  are  of  this  type.  Formulas  are 
given  for  the  skin  effect  in  various  combinations  of  flat  strips  and  coaxial  tubes. 
Methods  of  attaching  and  locating  the  potential  leads  so  as  to  minimize  the 
possibility  of  error  from  stray  magnetic  fields  and  yet  permit  of  convenient 
adjustment  of  the  resistance  are  discussed.  As  examples  of  the  principles 
here  set  forth,  detailed  descriptions  are  given  of  two  groups  of  resistance  standards 
which  have  been  constructed  at  the  Bureau  of  Standards  for  testing  current 
transformers.  These  standards  range  in  resistance  from  0.05  to  0.0002  ohm 
and  in  current  capacity  from  10  to  2,500  amperes. 
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I.  INTRODUCTION 

The  constantly  increasing  use  of  electrical  energy  in  large  amounts 
has  given  more  and  more  importance  to  the  problem  of  accurately 
measuring  alternating  currents  of  large  value.  Such  measurements 
usually  involve  the  use  of  a  current  transformer,  the  secondary  wind- 
ing of  which  serves  to  supply  to  the  measuring  instruments  proper 
a  current  of  convenient  amount,  which  bears  a  definite  relation  in 
magnitude  and  phase  to  the  much  larger  current  flowing  in  the  primary 
winding.  The  exact  determination  of  the  relation  of  secondary 
to  primary  currents  must  be  determined  by  suitable  measurements, 
which  in  most  cases  directly  or  indirectly  require  the  use  of  resistance 
standards  or  " shunts"1  which  are  capable  of  carrying  the  primary 
current  and  which  have  definite  and  accurately  known  resistance 
and  inductance. 

The  Bureau  of  Standards  has  given  considerable  attention  to 
the  design  of  such  resistance  standards,  and  Scientific  Paper  2  No.  281, 

1  In  this  paper  the  term  "shunt"  will  be  used  in  place  of  the  inconvenient  though,  perhaps,  more  nearly 
correct  phrase  "4-terminal  resistance  standard." 

2  B.  S.  Bull.  13,  p.  375. 
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published  in  1916,  describes  the  results  of  our  earlier  work  on  this 
subject.  The  purpose  of  the  present  paper  is  to  supplement  the 
earlier  one  (a)  by  presenting  the  basis  for  the  theoretical  compu- 
tation of  inductance  from  a  somewhat  different  point  of  view,  (b)  by 
reporting  the  results  of  further  experimental  work  bearing  on  some 
possible  sources  of  error  in  such  measurements,  and  (c)  by  describing 
a  series  of  shunts  of  two  different  types  which  have  been  constructed 
at  the  bureau  in  recent  years. 

The  computation  of  the  inductance  of  systems  of  conductors  haying 
various  geometrical  configurations  is  useful  in  a  number  of  applica- 
tions. One  of  these  is  to  determine  with  high  precision  the  inductance 
of  shunts  which  are  to  be  used  primarily  as  standards  of  inductance 
with  which  other  shunts  are  to  be  compared.  It  often  happens,  how- 
ever, that  considerations  of  convenience  or  adjustability  require  that 
a  working  standard  of  resistance  have  a  shape  which  departs  con- 
siderably from  any  of  those  for  which  it  is  feasible  to  carry  through 
an  exact  mathematical  calculation  of  inductance.  Such  shunts  must 
be  regarded  as  secondary  standards  and  for  precise  work  must  be  com- 
pared experimentally  with  primary  inductance  standards.  Never- 
theless, it  is  frequently  desirable  to  be  able  to  estimate  roughly  the 
inductance  to  be  expected  with  such  a  type  of  construction,  and  the 
procedure  given  below  may  in  many  cases  be  applied  to  give  such 
results  with  sufficient  accuracy  for  the  purpose  at  hand. 

In  the  following  pages  will  be  found  a  derivation  of  the  geometric 
mean  distance  formula  on  which  the  inductance  computations  ^  are 
based  with  instructions  for  applying  this  to  conductors  of  various 
types.  A  discussion  of  the  extent  to  which  conditions  in  an  actual 
standard  may  depart  from  the  ideal  as  the  result  of  skin  effect,  end 
effect,  attachment  of  potential  leads,  etc.,  is  then  given.  It  is  then 
shown  how  these  principles  can  be  applied  to  the  design  of  a  new 
type  of  air-cooled  flat-strip  shunt;  and  a  brief  description  is  given  of 
some  tubular  oil-cooled  shunts  recently  completed. 

II.  THEORETICAL    BASIS    FOR    CALCULATION    OF    INDUC- 
TANCE 

A  general  definition  of  the  inductance  of  a  4-terminal  resistor  is 
obtained  by  considering  that  a  sinusoidal  alternating  current  /flows 
through  the  resistor  from  terminal  1  to  terminal  2,  and  that  an 
alternating  electromotive  force  E  then  appears3  between  terminals 
3  and  4.     If  the  vector  ratio  of  E  to  /  is  given  by 

j=Z  =  R'+juL  (1) 

where  co  =  2  ttX  frequency;  then  L  is  the  inductance  of  the  resistor, 
and  R'  is  its  alternating-current  resistance.  The  conditions  which 
must  be  satisfied  to  make  L  a  definite  quantity  are  discussed  at  length 
elsewhere;4  bat  the  principal  requirements  are  that  the  potential  ter- 
minals 3  and  4  shall  be  located  at  a  considerable  distance  from  the 
current  terminals  1  and  2,  and  that  the  two  terminals  of  each  pair 
shall  be  as  close  together  as  possible. 

3  See  Section  IX  for  meaning  of  the  symbols  used  in  this  paper. 
*  Wenner,  B.  S.  Bull.,  8,  p.  577;  1912;  B.  S.  Sci.  Paper  No.  181. 
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In  considering  problems  involving  the  characteristics  of  4-terminal 
resistors,  two  very  general  principles  are  often  of  great  value.  The 
first  of  these  is  the  " reciprocal  theorem"5  which  states  that  if  current 
is  passed  through  terminals  3  and  4  and  the  resulting  electromotive 
force  is  observed  at  terminals  1  and  2  the  resistance  and  inductance 
will  have  the  same  numerical  values  as  if  the  converse  choice  of 
terminals  had  been  made  and  the  electromotive  force  had  been 
observed  at  3  and  4  when  current  was  passing  through  1  and  2.  This 
theorem  is  exceedingly  convenient  in  discussing  the  inductance  of 
complicated  groups  of  conductors,  since  that  pair  of  terminals  can  be 
considered  as  current  terminals  which  yields  the  simplest  set  of  stream- 
lines and  equipotential  surfaces. 

The  second  useful  conception  is  that  of  regarding  the  two  possible 
current  paths  (that  through  1  and  2  and  that  through  3  and  4)  as 
separate  and  distinct  circuits,  which  can  be  called  the  "  current  cir- 
cuit" and  the  "potential  circuit,"  respectively.  The  self-inductance 
of  the  complete  resistor  then  becomes  the  same  as  the  mutual  induc- 
tance between  the  two  circuits  so  visualized.  The  fact  that  through- 
out part  of  their  volumes  the  two  circuits  coincide  in  space  does  not 
affect  the  argument.  When  regarded  as  a  mutual  inductance,  it  is 
easier  to  see  that  the  total  inductance  is  the  algebraic  sum  of  the 
mutual  actions  of  the  several  parts  of  the  one  circuit  upon  those  of 
the  other.  The  effect  of  an  external  stray  field  on  the  resistor  can  be 
considered  as  a  mutual  inductance  between  the  potential  circuit  and 
the  circuit  which  produces  the  external  field. 

Most  shunts  intended  for  use  with  alternating  currents  approxi- 
mate more  or  less  closely  to  an  ideal  configuration  of  conductors, 
for  which  the  mathematical  process  of  summing  up  the  mutually 
inductive  effects  of  each  part  of  the  current  circuit  on  each  part 
of  the  potential  circuit  can  be  carried  through  with  comparative 
ease.  The  accuracy  with  which  the  actual  inductance  of  the  shunt 
agrees  with  the  inductance  computed  for  the  ideal  configuration 
depends,  of  course,  on  the  fidelity  with  which  the  actual  construction 
approaches  the  ideal  configuration.  The  configuration  approxi- 
mated in  the  design  of  many  alternating  current  shunts  is  that  of  a 
group  of  infinitely  long  parallel  straight  conductors  of  uniform 
cross  section  and  of  homogeneous,  isotropic  material.  In  any 
conductor  of  such  a  group,  the  streamlines  of  current  are  necessarily 
straight  and  parallel  to  the  bounding  surfaces  of  the  conductor, 
and  the  potential  gradient  has  a  constant  value  at  all  points  of  any 
one  conductor,  both  along  its  length  and  over  its  cross  section. 
If  the  frequency  is  sufficiently  low,  the  current  density  will  also 
be  uniform  over  the  cross  section.  The  inductance  formulas  given 
in  this  (and  in  most  other  papers)  are  based  on  this  assumption 
of  uniform  current  distribution. 

Numerical  computations  of  the  inductance  of  systems  of  straight 
parallel  conductors  can  most  readily  be  based  upon  the  following 
derivation 6  of  the  mutual  inductance  between  two  circuits  of 
this   type. 

Figure  1  shows  the  cross  section  of  four  such  conductors.  Con- 
sider that  conductors  1  and  2  of  area  Sx  and  S2  form  the  outgoing 

«  Kirchhoff,  Pogg.  Ann.,  72, 1847. 

6  The  derivation  here  given  closely  follows  the  presentation  in  Orlich's  "Kapazitat  und  Induktivitat, " 
p.  68,  F.  Vieweg  u.  Sohn,  Leipzig;  1909. 
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and  return  conductors  of  a  single  circuit  which  carries  a  current  Iv. 
Similarly,  consider  that  conductors  3  and  4  of  areas  S3  and  S*  con- 
stitute a  second  circuit  which  carries  a  current  Is.  If  i1}  i2,  is,  and  i4 
are  the  current  densities  in  conductors  1,  2,  3,  and  4,  respectively, 
counted  positive  when  in  the  same  direction  in  all  conductors,  and 


Figure  1. — Cross  section  of  four  long  straight  conductors  illustrating  calcula- 
tion of  mutual  inductance 

the  currents  are  uniformly  distributed  over  the  cross  sections  of  the 
conductors 

and  (2) 

V$3=  -hS±  =  Is 

Consider  each  conductor  divided  into  a  number  of  infinitesimal 
filaments,  their  cross  sections  dSlt  dS2,  dSz,  and  dS4  being  so  chosen 
that  the  current  i2dS2  in  a  filament  of  conductor  2  may  be  considered 
as  the  return  of  the  current  element  iidS1  in  conductor  1,  and  similarly 
for  conductors  3  and  4. 
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Now,  the  flux  for  a  length  I  of  circuit,  due  to  the  current  in 
filament  dSi  linking  the  circuit  formed  by  dSz  and  dS^  is 

I  (dU^^dr  =  2i1ld8l  (logedu-logedlz)  (3) 

where  r  is  a  radial  distance  from  dSx. 

dn  and  du  are  the  distances  from  dSi  to  dS3  and  dS±,  respectively. 

The  corresponding  number  of  flux  linkages  due  to  the  current  in 
dS2  is   similarly 

2i2ldS2  (loge  d2i—  loge  d2Z) 

The  mutual  magnetic  energy  corresponding  to  these  linkages  is 
obtained  by  multiplying  the  total  number  of  linkages  by  the  element 
of  current  i3dS3  =  —  iidS^  which  is  linked  with  it.  This  magnetic 
energy  is   therefore 

dW=2l  [iidSi  ( —  i^dSt  \oge  du  —  izdSz  loge  dlz)  +  i2dS2  ( —  ndS^  loge  d2i 

(4) 
-izdS3loged2Z)] 

On  substituting  for  the  various  current  densities  their  value  in 
terms  of  the  total  currents  from  equation  (2)  this  becomes 


dW=  2lIpIs   g-g  l°ge  dudSxdS*  -  -g-g  loge  d13dSidS3 
-  -g-g-  loge  d^dSzdSi  +  g-g  loge  d2ZdS2dSz 


(5) 


The  total  mutual  magnetic  energy  is  obtained  by  adding  all 
these  elementary  contributions — that  is,  by  integrating  over  the 
cross  sections  of  the  conductors.  This  total  energy  can  also  be 
expressed  in  terms  of  the  mutual  inductance  M  of  the  two  circuits  as 

W=MIPI8  (6) 

Combining  equations  (5)  and  (6)  and  indicating  the  integrations 
gives 


(7) 


M=2dg~j\      I     loge  dudSidSi-g-g- I      I     logedudSidS3 

-o-o-  logedztdSidSt+a-Q  loged2ZdS2dS3 

Now,  the  definition  of  the  geometric  mean  distance  Dxy  between 
two  areas  Sx  and  Sv  is 

\ogeDXy=-g-^-\   J     \ogedxvdSxdSy  (8) 

and  also  the  mutual  inductance  is  defined  as  the  ratio  of  secondary 
flux  linkages  to  primary  current,  so  that 

JT=!=2Z  [log,  Du-loge  D13-loge  D2,  +  loge  A3]  (9) 

or 

=  2Zlogeg^? 
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In  the  foregoing  linkages  have  been  counted  as  positive  when  due 
to  the  current  in  1  and  when  threading  circuit  3  and  4  in  the  same 
direction  as  if  due  to  a  current  in  3  which  is  in  the  same  direction  as 
the  current  in  1.  The  sign  of  M  as  given  by  equation  (9)  is  there- 
fore such  that  if  conductors  2  and  3  were  joined  and  a  current  sent 
from  1  to  4  through  the  series  circuit  thus  formed  the  total  self- 
inductance  would  be  given  by 

L  =  L12  +  LM  +  2  M12M  (10) 

<  If  we  wish  to  pass  from  the  mutual  inductance  of  two  separate 
circuits  to  the  self-inductance  of  a  4-terminal  resistor,  one  or  more  of 
the  conductors  of  the  potential  circuit  must  be  considered  as  coin- 
ciding with  the  corresponding  conductor  of  the  current  circuit.  Thus, 
the  self-inductance  of  the  circuit  formed  by  the  two  conductors  1  and 
2  only,  is  obtained  if  we  imagine  conductor  3  to  coincide  with  1  and  4 
with  2.     Equation  (9)  then  becomes 

m^A  <»> 

where  the  symbol  Dn  indicates  the  geometric  mean  distance  of  the 
cross  section  of  conductor  1  from  itself. 

In  case  conductors  1  and  2  are  equal,  equation  (11)  reduces  to  the 
usual  formula. 

T       All  #12  (12) 

An  actual  resistance  standard  will  unavoidably  depart  from  the 
ideal  configuration  in  a  number  of  respects.  The  departure  from  the 
condition  of  infinite  length  is  discussed  below  in  the  section  on  "end 
effects,"  and  the  departure  from  uniform  current  distribution  in  the 
section  on  "skin  effect."  Effects  arising  from  local  inhomogeneities 
in  the  conductivity  of  the  metal  are,  of  course,  not  amenable  to 
mathematical  treatment.  In  certain  cases,  however,  such  as  con- 
centric tubular  shunts,  the  existence  of  any  resulting  irregularity  in 
current  distribution  can  be  detected  by  sending  an  alternating  current 
through  the  shunt  and  exploring  the  magnetic  field  with  a  search  coil 
connected  to  a  vibration  galvanometer.  Any  departure  from  straight- 
ness  is  usually  entirely  negligible.  In  fact,  the  formulas  deduced  on 
the  basis  of  the  foregoing  assumptions  of  long  straight  conductors 
may  sometimes  be  applied  with  fairly  good  approximation  to  cases 
when  the  entire  system  of  conductors  is  curved,  provided  only  that 
the  radius  of  curvature  is  large  compared  with  the  transverse  dimen- 
sions of  the  conductors. 

The  proper  sign  for  inductance  can  be  obtained  by  applying  the 
following  procedure  to  a  sketch  of  the  system.  Starting  at  one 
current  terminal  proceed  along  the  current  circuit,  indicating  by  an 
arrow  on  each  conductor  an  assumed  direction  of  continuous  current 
flow.  Indicate  by  similar  arrows  on  each  conductor  of  the  potential 
circuit  such  a  direction  that  on  the  common  conductors  the  arrows 
of  the  two  sets  have  the  same  direction.  Assign  a  number  to  each 
conductor  in  such  a  way  that  all  conductors  marked  with  arrows  in 
one  direction  have  odd  numbers  and  those  marked  oppositely  have 
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even  numbers.  Group  the  conductors  of  each  circuit  into  pairs  so 
that  the  two  members  of  each  pair  are  marked  with  arrows  pointing 
in  opposite  directions,  and  so  that  no  conductor  is  assigned  to  more 
than  one  pair  in  the  same  current  or  potential  circuit.  If  either  or 
both  circuits  have  an  odd  number  of  conductors,  either  (a)  the  cor- 
responding terminals  are  separated  by  the  length  of  the  resistor  and 
its  inductance  is  indefinite  until  the  location  of  the  return  conductor 
is  specified  (for  example,  an  ordinary  resistance  standard  for  direct 
current)  or  (b)  the  terminals  are  close  together  as  a  result  of  the  entire 
system  being  curved  to  a  radius  large  compared  with  the  transverse 
dimensions  of  the  conductors  (for  example,  the  L.  and  N.  adjustable  sec- 
ondary resistor) .  In  this  latter  case  the  circuits  having  the  odd  number 
of  conductors  should  be  considered  as  having  an  additional  conductor 
located  at  a  great  distance  from  the  others,  but  serving  to  complete  it. 
The  geometric  mean  distances  of  this  imaginary  conductor  from  the 
members  of  each  pair  of  conductors  in  the  other  circuit  will  always 
appear  in  equation  (9)  in  such  a  way  as  to  cancel  each  other. 

For  each  pair  of  conductors  in  the  current  circuit  combined  with 
each  pair  of  conductors  in  the  voltage  circuit  compute  a  contribution 
to  the  total  inductance  by  equation  (9).  The  algebraic  sum  of  these 
contributions  is  then  the  desired  inductance.  When  substituting  in 
equation  (9)  distances  having  like  subscripts  (that  is,  both  even  or 
both  odd)  must  be  in  the  denominator  and  those  having  unlike  sub- 
scripts in  the  numerator. 

The  conductor  cross  sections  used  in  resistance  standards  are  almost 
invariably  either  rectangles  or  circular  annuli  or  special  cases  of  these, 
such  as  lines  (for  thin  strips)  or  circles  (round  wires).  The  deriva- 
tion of  the  formulas  for  the  geometric  mean  distance  between  such 
shapes  from  the  definition  of  G.  M.  D.  is  not  difficult  but  is  rather 
laborious  in  the  case  of  the  rectangles.  In  the  case  of  the  circular 
shapes  the  evaluation  of  the  definite  integral 7  which  represents  the 
geometric  mean  distance  is  given  by  the  formula. 


J   loge  Qc±t  cos  y)  dy  =  7r  loge  ( ^ J>  ^=0 


(12) 


_  Bureau  of  Standards  Scientific  Paper 8  No.  169  on  pages  168  to  170 
gives  all  the  exact  expressions  for  circular  and  annular  G.  M.  D's. 

In  the  case  of  thin-walled  tubes  the  formulas  can  be  much  simpli- 
fied.9 <  Scientific  Papers  No.  281,  page  400,  and  No.  320,  page  565, 
also  give  the  simplified  expressions  for  the  inductance  of  shunts  using 
several  possible  combinations  of  tubes. 

The  most  general  formula  for  the  G.  M.  D.  of  rectangles  placed 
obliquely  but  with  their  sides  parallel,  is  given  by  Gray,10  but  with 
certain  misprints  in  the  signs.  These  errors  are  corrected  and  the 
complete  formulas  for  symmetrically  located  rectangles  are  given  in 
Scientific  Paper  u  No.  47. 

As  special  cases  of  these  formulas  or  by  direct  integration  other 
formulas  can  be  obtained  for  more  special  cases,  such  as  lines  and 
points.  The  formulas  for  a  number  of  such  special  cases  are  given 
below  in  Appendix  A. 

^  B.  O.  Peirce,  A  Short  Table  of  Integrals,  No.  523,  p.  65. 

8  B.   S.  Bull.,  8;  1911. 

9  B.  S.  Bull.,  14;  1918;  B.  S.  Sci.  Paper  No.  320. 

10  Absolute  Measurements,  2,  pt.  1,  pp.  288-306. 
"  B.  S.  Bull.,  3,  p.  6;  1907. 
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As  an  example  of  the  procedure  outlined  above  we  may  consider  a 
shunt  of  the  type  12  shown  in  Figure  2.  Here  the  circuit  between  the 
current  terminals  d  and  C2  consists  of  the  bars  AD  and  DG  of  resist- 
ance material,  joined  at  D.  The  potential  circuit  between  Px  and  P2 
is  connected  to  the  current  circuit  at  B  and  F,  and  over  the  length 
Zi  the  leads  BC  and  FE  are  held  parallel  to  the  bars  opposite  their 
center  line.  The  various  dimensions  are  indicated  on  the  cross 
section  XX'.  From  E  and  C  the  leads  are  brought  off  at  right 
angles  to  the  axis  and  are  kept  close  together  from  there  to  the 
potential  terminals. 

The  total  inductance  is,  of  course,  the  same  as  the  mutual  induc- 
tance between  the  total  potential  and  current  circuits,  and  this  obvi- 
ously consists  of  two  parts  contributed  by  the  sections  of  length  Zx  and 
Z2,  respectively.  Indicating  directions  and  numbering  the  conductors 
in  accordance  with  the  rules  given  above  shows  that  for  the  section 
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Figure  2. — Flat  strip  shunt  with  compensating  potential  leads 

of  length  Zi  there  is  the  one  pair  of  current  conductors  1  and  2,  as  well 
as  the  two  pairs  of  potential  conductors  1  and  2  and  3  and  4;  while 
for  the  section  of  length  Z2  there  is  the  one  pair  of  current  conductors 
1  and  2,  but  only  one  pair  of  potential  conductors  1  and  2.  We 
therefore  have  for  the  total  inductance  by  equation  (9) 

Now,  Di2=>P'&  and  also  if  the  bars  are  of  the  same  size  and  the 
potential  leads  are  symmetrically  placed  Dn  =  D22,  DU  =  D23,  Dn  =  D2t, 
hence, 

L=4Z1[logg+log^]+4Z2log|-;  (14) 


12  This  type  of  construction  is  used  in  certain  apparatus  for  current -transformer  testing  made  by  the 
Leeds  &  Northrup  Co. 
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Inserting  the  values  of  the  various  geometric  mean  distances  as 
given  in  the  appendix  yields,  in  case  the  thickness  and  spacings  are 
small  compared  to  the  width  of  the  bars, 


Z  =  4Z 
or 


L-%[-i*+('-k*y\  (15) 

This  example  brings  out  the  fact  that  a  fairly  simple  arrangement 

of  the  potential  leads  may  introduce  a  compensating  effect  on  the 

inductance  of  a  shunt  which  may  be  of  considerable  utility.     If  the 

construction  used  in  the  section  of  length  l2  were  used  for  the  entire 

47r/       1    \ 
shunt,  it  would  show  a  positive  inductance  of  H \ff~~  ~o&  jl  milli- 

microhenries.     If,  on  the  other  hand,  the  construction  used  in  the 
section  of  length  lx  was  extended  over  the  entire  length,  the  inductance 

would  be  negative  and  have  the  yalue — ~ —   Hence,  by  choosing 

the  lengths  in  the  ratio  given  by 

3d 
a  shunt  can  be  constructed  having  zero  effective  inductance. 

III.  END  EFFECTS 

The  resistors  actually  used  in  the  measurement  of  heavy  currents 
are  far  from  being  infinite  in  length,  and  it  might  be  thought  that  the 
formulas  discussed  in  the  foregoing  paragraphs  would  have  little 
applicability.  That  this  is  not  the  case,  can  be  seen  from  a  study 
of  Figure  3.  Here  ABGDEFGHis  the  current  circuit  of  a  shunt 
of  finite  length,  the  potential  circuit  being  J  K  D  C  L  M.  Let  us 
superpose  on  this  system  the  additional  conductors  shown  in  the 
dotted  lines,  which  coincide  with  the  actual  conductors  along  EF 
and  BG,  and  which  extend  to  an  indefinitely  great  distance  at  NP 
and  RS.  When  currents  are  flowing  in  these  additional  conductors, 
as  shown  by  the  dotted  arrows,  the  4-terminal  inductance  of  the  shunt 
will  be  exactly  that  corresponding  to  a  length  I  of  a  system  of  infinitely 
long  straight  conductors  and  may  be  designated  by  L*.  If  the 
inductance  of  the  actual  4-terminal  resistor  is  Lh  then  the  difference 
Li  —  La*  may  be  called  the  "end  effect." 

It  is  evident  that  this  difference  is  the  result  of  and  is  equal  to  the 
mutual  inductance  between  the  potential  circuit  J  K  D  G  L  M  and 
the  superposed  loops  N  E  F  P  and  R  B  G  S.  In  most  cases  the 
transverse  dimensions  a  and  g  are  small  compared  with  the  working 
length  Z  of  the  shunt  and  this  mutual  inductance  is  very  small. 
This  is  particularly  true  if  the  current  circuit  is  made  longer  than 
the  distance  between  potential  taps  as  shown  at  Jc  and  m.  Measure- 
ments on  shunts  made  of  flat  sheet  material  have  shown  end  effects 
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less  than  10  per  cent  of  the  self -inductance  of  the  shunt  in  cases  where 
both  the  width  and  the  spacing  of  the  strips  were  as  great  as  80  per 
cent  of  the  length  of  the  shunt.  It  is  therefore  evident  that  the 
formulas  derived  on  the  basis  of  infinitely  long  conductors  may  be 
satisfactory  guides  even  in  cases  of  short,  thick  shunts. 

The  two  forms  of  shunt  most  frequently  chosen  for  use  as  com- 
putable standards  of  inductance  are  either  a  pair  of  flat  strips  close 
together  or  a  pair  of  concentric  tubes.     Experiments13  on  shunts  of 
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Figure  3. — Illustration  of  end-effects  in  four-terminal  resistance  standard 

the  former  type  have  indicated  that  the  end  effect  is  quite  negligible 
when  the  strips  were  close  together  and  of  reasonable  length. 

The  end  effect  in  shunts  in  which  the  current  flows  longitudinally 
in  a  pair  of  coaxial  tubes  of  circular  section  joined  at  the  ends  by 
annular  conductors  is  rigorously  zero,  provided  that  the  magnetic 
field  is  not  affected  by  the  current  flow  in  the  current  terminal  blocks, 
and  that  the  current  is  distributed  uniformly  around  the  axis.  It 
will  be  seen  that  such  a  shunt  is  equivalent  to  the  toroid  formed  by 
rotating  a  rectangle  about  an  external  axis  which  is  parallel  to  the 
long  sides  of  the  rectangle. 

It  has  been  shown  by  Maxwell  and  others14  that  such  a  toroidal 
circuit  produces  no  magnetic  field  whatever  at  external  points. 
Furthermore,  the  end  extensions  required  to  make  the  transition 
from  the  actual  shunt  to  the  ideal  pair  of  infinitely  long  conductors 
also  constitute  similar  toroids,  and  hence  can  produce  no  magnetic 
field  and  no  electromotive  force  in  the  potential  circuit. 

IV.  ATTACHMENT  OF  POTENTIAL  LEADS 

In  the  case  of  shunts  which  are  not  intended  to  serve  as  com- 
putable standards  of  inductance,  it  is  often  convenient  to  attach 
the  potential  leads  to  small  ears  partially  cut  from  the  sheet  man- 
ganin  by  a  U-shaped  slot  as  indicated  in  Figure  4  at  A  and  B.  This 
form  of  construction  has  long15  been  used  in  resistance  standards 
and  makes  it  possible  either  to  increase  or  decrease  the  effective 
4-terminal  resistance  of  the  standard  over  a  moderate  range  by 
fifing  at  the  ends  of  the  U  at  A  or  at  B,  respectively. 

It  will  be  seen,  however,  that  this  construction  materially  disturbs 
the  streamlines  of  current  over  an  area  somewhat  larger  than  the 

»  B.  S.  Bull.,  13,  p.  396,  1916;  B.  S.  Sci.  Paper  No.  281. 

"  Maxwell,  Electricity  and  Magnetism,  3d  ed..  2,  p.  313,  sec.  681;  Webster,  Electricity  and  Magnetism, 
p.  451;  1897. 
w  W.  Clark  Fisher,  The  Potentiometer  and  Its  Adjuncts,  p.  72;  1902, 
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entire  ear,  and  thus  in  effect  superposes  on  the  normal  magnetic  field 
of  the  shunt  a  small  local  bundle  of  magnetic  flux.  This  flux  is  linked 
with  the  potential  circuit  at  one  end  of  the  shunt  (A,  fig.  4)  and  will, 
therefore,  contribute  a  certain  amount  to  the  effective  inductance  of 
the  standard.  Approximate  calculation  and  some  measurements  on 
an  experimental  shunt  indicate  that  this  effect,  though  small,  may 
introduce  errors  amounting  to  more  than  1  millimicrohenry.  Conse- 
quently, this  form  of  attachment  should  be  avoided  in  shunts  which 
are  to  be  used  as  computable  inductance  standards. 

An  alternative  arrangement  which  permits  of  adjustment  of 
resistance  in  either  direction  over  a  sufficient  range  without  producing 
an  appreciable  effect  on  the  inductance  is  shown  by  the  potential 
connections  on  the  lower  side  of  the  tubular  shunt  in  Figure  4.  Lead 
EL  is  soldered  to  the  shunt  at  E.  Leads  F  and  G  are  similarly  at- 
tached at  such  a  distance  from  E  that  the  resistance  between  E  and  G 
is  greater  and  that  between  Z?and  Fis  less  than  the  nominal  resistance 
of  the  shunt.  The  leads  from  F  and  G  are  joined  by  a  resistor  HK, 
and  the  binding  post  M  is  connected  to  an  intermediate  tap  point  J. 
Adjustment  of  the  4-terminal  resistance  is  then  obtained  by  unsolder- 


Figure  4. — Alternative  methods  of  connecting  potential  leads  so  as  to  admit 
of  resistance  adjustment 

ing  tap  J  and  moving  it  to  the  desired  position  without  tampering 

with  the  main  current-carrying  portion  of  the  shunt.     Of  course,  a 

certain  current  flows  through  the  leads  and  the  resistor  HK,  but  this 

is  very  small,  since  HK  may  be  chosen  to  have  a  resistance  several 

thousand  times  that  of  the  part  of  the  main  conductor  lying  between 

F  and  G.     The  possible  range  of  adjustment  is,  of  course,  approxi- 

FG  '. 

mately  -™,  and  it  can  be  shown  that  the  effect  of  this  potential  circuit 

on  the  time  constant  of  the  shunt  as  a  whole  is  always  less  than  the 
product  of  this  range  of  adjustment  and  the  time  constant  of  the 
circuit  F  H  KG.  Since  this  latter  circuit  is  of  fairly  high  resistance, 
it  is  easy  to  make  the  product  of  these  two  small  factors  negligibly 
small. 
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The  location  of  the  potential  leads  in  their  course  from  the  point 
where  they  are  attached  to  the  current  circuit  to  the  potential  binding 
posts  is  usually  fixed  by  the  requirement  that  the  4-terminal  induc- 
tance be  as  definite  and  as  small  as  possible.  In  certain  cases  where 
the  current-carrying  parts  are  symmetrical  there  is  still  a  certain 
latitude  in  the  placing  of  the  potential  leads.  This  is  especially  true 
in  the  case  the  current  circuit  is  formed  of  coaxial  cylinders,  for  such 
a  circuit  produces  no  magnetic  field  at  points  outside  or  inside  of  both 
cylinders.  The  inductance*  is  therefore  the  same  for  any  location  of 
the  potential  leads,  provided  they  do  not  pass  through  the  region 
between  the  tubes.  However,  if  only  a  single  pair  of  leads  is  attached 
to  such  a  shunt,  and  if,  for  instance,  only  the  outer  tube  is  used  as  a 
resistor,  the  complete  potential  circuit  may  constitute  a  loop  of  con- 
siderable area,  and  hence  be  very  susceptible  to  stray  magnetic  fields. 
If  a  second  pair  of  potential  leads  is  attached  to  the  outer  tube  at 
points  diametrically  opposite  to  the  points  of  attachment  of  the  first 
pair,  and  if  the  two  leads  of  each  pair  are  tied  down  close  to  the  ele- 
ments of  the  cylinder  joining  their  points  of  attachment,  then  the  emf 
induced  in  one  potential  circuit  by  a  uniform  stray  field  is  equal  and 
opposite  to  that  induced  in  the  other.  Hence,  if  the  leads  (of  equal 
resistance)  coming  from  the  same  end  of  the  shunt  are  connected  in 
parallel  at  the  potential  binding  posts  the  inductance  of  the  shunt 
thus  formed  will  not  be  affected  by  a  uniform  stray  field. 

Of  course,  a  nonuniform  stray  field  will  still  cause  an  error,  and  the 
ideal  arrangement  would  be  to  use  a  tubular  potential  sheath.16  This, 
however,  with  most  forms  of  construction  has  the  disadvantage  of 
interfering  with  the  cooling  of  the  outer  surface  of  the  outer  tube, 
unless,  of  course,  the  cooling  medium  can  be  circulated  between  the 
potential  sheath  and  the  resistor  tube. 

A  very  close  approximation  to  the  ideal  condition  can  be  obtained, 
however,  by  using  only  three  or  four  pairs  of  potential  leads  placed  sym- 
metrically around  the  axis  of  the  shunt,  and  such  an  arrangement  does 
not  interfere  appreciably  with  the  cooling  of  the  resistor.  This  prin- 
ciple of  using  a  number  of  symmetrically  located  potential  leads  in 
parallel  gives  the  inductance  an  independence  not  only  from  external 
magnetic  fields,  but  also  from  the  internal  fields  caused  by  eccentricity 
of  the  current-carrying  tubes.  Thus,  while  a  tubular  shunt  of  radius 
c  cm  with  a  single  pair  of  potential  leads  may  have  its  inductance 
changed  by  2  qjc  millimicrohenries  per  centimeter  length  by  a  dis- 
placement of  q  cm  between  the  axes,  the  use  of  four  pairs  of  leads 
spaced  90°  apart  reduces  this  change  to  only  3  g4/c4  millimicrohenries 
per  centimeter.  Furthermore,  measurements  made  on  the  apparent 
inductance  of  the  shunt,  when  the  different  pairs  of  leads  are  used 
separately,  give  a  basis  for  estimating  the  amount  and  direction  of  the 
effective  eccentricity  in  the  current  distribution.  If  Ll}  L2)  Lz,  and  X4 
are  the  observed  inductances,  then 


^{Ll-LZY+{L2-Ltf  (17) 

q~  4  c 

and 

tan  «i=  (L2  —  Z4)/(ii  —  i3) 

16  Paterson  and  Rayner,  Inst,  Elec.  Eng.  J.,  42,  p.  455;  1909. 
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where  ax  is  the  angle  between  the  line  joining  the  axes  of  the  two  tubes 
and  the  line  joining  the  axis  of  the  outer  tube  to  potential  lead  1,  both 
lines  being  taken  as  lying  in  a  plane  normal  to  the  axes. 

It  is,  of  course,  not  possible  to  locate  the  points  of  attachment  oi 
all  the  potential  leads,  which  are  grouped  near  one  end  of  the  shunt, 
on  exactly  the  same  equipotential  surface.  For  this  reason  it  is  well 
to  insert  a  resistance  of  a  few  tenths  of  an  ohm  in  each  potential 
lead,  so  that  the  currents  circulating  in  the  leads  will  be  small.  If 
the  impedances  in  the  various  pairs  of  potential  leads  are  equal,  each 
pair  will  have  equal  weight  in  determining  the  potentials  of  the 
binding  posts  and  the  effective  impedance  of  the  shunt  will  be  equal 
to  the  mean  of  the  values  observed  by  using  the  pairs  separately. 
Any  variation  in  the  distribution  of  current  over  the  current  terminals 
of  the  shunt  usually  will  affect  differently  the  voltage  drop  between 
different  potential  leads,  so  that  the  mean  value  obtained  by  using 
a  number  of  pairs  of  leads  in  multiple  will  be  less  affected  by  such 
sources  of  error.  The  resistance  of  the  potential  circuit  is,  of  course, 
somewhat  increased  if  these  equalizing  resistances  are  inserted,  but 
for  most  purposes  this  resistance  is  not  objectionable. 

V.  SKIN  EFFECT 

In  normal  laboratory  practice,  standards  of  resistance  are  inter- 
compared  and  maintained  by  bridge  measurements  using  direct 
current,  and  such  methods  are  used  to  determine  the  resistance  even 
of  the  standards  which  are  to  be  used  with  alternating  currents.  It 
is  therefore  of  importance  in  the  design  or  use  of  alternating-current 
resistance  standards  to  make  sure  that  the  effective  resistance  of  the 
standard  to  alternating  current  of  the  frequency  used  does  not  differ 
from  its  direct-current  resistance  by  a  significant  amount. 

It  can  be  shown  by  general  dimensional  reasoning  that  if  the 
alternating-current  resistance  per  unit  length  of  a  conductor  depends 
only  on  the  size  and  shape  of  the  conductor,  its  resistivity  p,  its  per- 
meability ;u  and  the  frequency  /  of  the  current,  then  the  ratio  of  the 
alternating-current  to  the  direct-current  resistance  must  be  a  func- 

-fT)2 

tion  of  the  dimensionless  parameter  — — »  where  D  is  some  linear 

dimension  of  the  cross  section  of  the  conductor.  This  principle  has 
been  stated  more  definitely  by  Dwight 17  for  the  case  of  nonmagnetic 
material,  as  follows:  "In  any  conductor  or  combination  of  con- 
ductors or  in  any  return  circuit,  of  a  certain  proportionate  shape, 

/  R' 

a  given  value  of  w  corresponds  to  a  certain  value  of  -w •"     Here  Rf 

and  R  are  the  alternating-current  and  direct-current  resistances  per 
unit  length,  respectively.  A  more  mathematical  proof  of  this 
principle  has  been  given  by  Slepian  18  in  his  discussion  of  Dwight's 
paper. 

Since  manganin  has  a  resistivity  about  twenty-five  times  that  of 
copper,  the  skin  effect  in  a  structure  of  this  material  is  the  same  as 
that  in  a  similar  structure  of  copper  either  having  its  transverse 
dimensions  one-fifth  as  great  or  at  one  twenty-fifth  the  frequency 
and  with  the  same  dimensions.     It  is  evident  from  this  that  the  skin 

17  H.  B.  Dwight,  Trans.  A.  I.  E.  E.,  37,  pt.  2,  p.  1398;  1918. 
i8  J.  Slepian,  Trans,  A.  I.  E.  E„  37,  pt.  2,  p.  1407;  1918. 
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effect  in  a  resistance  standard  will  usually  be  relatively  small,  but, 
on  the  other  hand,  the  accuracy  needed  in  resistance  standards  is 
much  greater  than  that  considered  in  engineering  work  with  copper 
conductors. 

If  the  shunt  has  the  form  of  a  return  circuit  formed  of  two  thin, 
wide  conducting  strips  in  parallel  planes  placed  close  together,  the 
lines  of  magnetic  force  over  the  central  portion  of  the  structure  are 
parallel  to  the  width  of  the  strip.  The  intensity  of  the  field  at  the 
center  is  4  r  times  the  current  per  unit  width  of  strip,  and  the  in- 
tensity of  the  field  at  the  outer  surface  of  either  strip  and  at  points 
outside  is  zero.  The  emf  induced  by  the  alternation  of  a  field  having 
this  distribution  tends  to  make  the  current  crowd  toward  the  inner 
surfaces  of  each  strip.  The  magnitude  of  this  effect  has  been  calcu- 
lated by  various  writers  for  this  case  and  for  the  analogous  case  of 
flux  distribution  in  an  iron  lamination. 

For  low  frequencies  the  ratio  of  the  alternating-current  resistance 
R'  to  the  direct-current  resistance  R  can  be  expresssed  as  a  power 
series  in  terms  of  the  dimensionless  parameter  m  d;  where  d  is  the 
thickness  of  the  strip  in  cm  and  m  is  defined  by 

o        8    7T2  /       4    X  CO  ,  .   .  . 

ra2  = -  = (19) 

where  p  is  the  resistivity  in  cgs  units  (10~9  ohm-cm)  and/  is  the  fre- 
quency in  cycles  per  second.  For  copper  at  60  cycles  m  —  1.65  while 
for  manganin  at  this  frequency  ra  =  0.33. 

For  the  case  of  two  strips  close  together  and  so  wide  that  the  effect 
of  their  edges  is  negligible  the  calculations  19  give  for  the  skin-effect 
ratio 

R  ~i+   45       4,725  ^Uj 

If,  however,  the  strips  are  separated  so  far  that  they  exert  no  appre- 
ciable electromagnetic  effect  on  each  other,  there  is  a  tendency  for 
the  current  to  crowd  toward  the  edges  of  the  strips  as  well  as  to  the 
flat  surfaces.  This  additional  effect  is  much  larger  than  that  given 
by  equation  (20).  This  case  has  also  been  analyzed  mathematically 
by  Dwight,20  who  obtains  for  low  frequencies  the  equation 

~  =  1  +  0.0087432^-  0.000384£8  +  0.000018  9p12  (21) 

77i2  dw 

where  p2=  — - — »  w  being  the  width  of  the  strip. 

7T 

When  the  strips  are  separated  by  a  moderate  distance,  the  mathe- 
matical calculations,  while  still,  perhaps,  possible  by  Dwight's  method, 
would  certainly  be  very  laborious.  This  problem  has  been  attacked 
experimentally  by  Kennelly,  Laws,  and  Pierce,21  who  have  made  an 
extensive  series  of  measurements  on  the  skin  effect  in  conductors  of  a 
variety  of  shapes.     Their  data  on  copper  strips  %6  inch  thick  and  K, 

w  H.  B.  Dwight,  Elec.  Jn.,  13,  p.  157;  1916. 

20  H.  B.  Dwight,  Trans.  A.  I.  E.  E.,  37,  pt.  2,  p.  1397;  1918. 

21  Experimental  researches  on  skin  effect  in  conductors,  Kennelly,  A.  E.,  Laws,  F.  A.,  and  Pierce,  P.  H., 
Trans.  A.  I.  E.  E.,  34,  pt.  2,  p,  1953;  1916. 
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1,  and  1%  inches  wide  at  frequencies  up  to  5,000  cycles  indicate  that 
equation  (21)  correctly  represents  the  result  of  the  tendency  of  the 
current  to  concentrate  in  the  edges  of  the  strip,  but  that  even  with 
conductors  twenty-four  times  as  wide  as  they  are  thick  and  at  a 
spacing  of  only  one-third  of  their  thickness  this  edge  effect  is  still  so 
great  at  4,000  cycles  as  to  give  a  skin  effect  ratio  of  1.4  instead  of  the 
value  1.04  computed  by  equation  (20). 

It  is  difficult  to  extrapolate  the  results  of  Kennelly,  Laws,  and  Pierce 
to  smaller  values  of  the  parameter  m.  Consequently,  a  number  of 
measurements  were  made  at  the  Bureau  of  Standards  on  the  resistance 
of  an  experimental  manganin  22  shunt  at  frequencies  up  to  1,400 
cycles  per  second,  in  order  to  obtain  an  indication  of  the  magnitude 
of  the  resistance  changes  to  be  expected  in  this  range. 

The  experimental  shunt  consisted  of  two  strips  10  cm  wide  by 
0.2  cm  thick.     These  were  joined  to  each  other  at  one  end  and  were 


Figure  5. — Ratio  of  a.  c.  resistance  to  d.  c.  resistance  as  a  function  of  fre- 
quency, as  observed  on  manganin  strips  2  mm  thick  and  10  cm  wide  at 
various  spacings 

Curve  OB  shows  the  theoretical  value  for  infinite  spacing  and  curve  OA  for  zero  spacing. 
Intermediate  curves  correspond  to  the  values  of  the  ratio  of  spacing  g  to  width  w  marked  opposite 
each  curve. 

provided  with  current  terminals  at  the  other.  The  total  length  from 
the  current  binding  posts  to  the  closed  end  was  about  100  cm,  and 
the  potential  taps  were  located  one  on  each  strip  70  cm  from  the 
closed  end.  The  spacing  could  be  adjusted  from  a  maximum  value 
of  10  cm  to  a  minimum  of  0.5  cm. 


22  Unfortunately,  this  shunt  (which  had  been  designed  for  another  purpose)  included  at  its  closed  end  a 
section  of  sheet  copper  15  cm  long,  10  cm  wide,  and  0.022  cm  thick.  This  piece  of  copper  was  sufficiently 
flexible  to  permit  of  ready  adjustment  of  the  spacing  between  the  manganin  strips,  but  it  contributed 
about  0.00012  ohm  to  the  total  resistance  of  the  shunt,  which  was  about  0.00247  ohm  for  direct  currents. 
The  measuring  current  was  maintained  quite  definitely  at  80  amperes  in  all  the  measurements,  but  varia- 
tions in  the  temperature  of  the  copper  considerably  affected  the  precision  of  the  results,  and  may  have 
caused  the  skin  effect  to  be  slightly  greater  than  that  which  would  occur  in  a  similar  structure  made  entirely 
of  manganin. 
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The  resistance  of  this  shunt  was  compared  with  that  of  a  tubular 
shunt  also  of  manganin.  This  latter  shunt  had  a  resistance  of 
0.0009285  ohm,  the  diameter  of  the  tube  being  5.1  cm  and  the  thick- 
ness 0.15  cm.  It  had,  of  course,  no  edge  effect,  and  its  change  in 
resistance  with  frequency  as  computed  from  the  formulas  given 
below  was  entirely  negligible.  The  results  are  plotted  in  Figure  5, 
the  oidinates  being  the  ratio  of  alternating  current  to  direct-current 
resistance  while  the  abscissas  are  frequency.  The  curves  OA  and 
OB,  of  which  OA  practically  coincides  with  the  axis  of  frequency,  are 
computed  from  equations  (20)  and  (21),  respectively.  The  observed 
points  are  indicated  by  crosses,  and  it  will  be  seen  that  the  increase 
in  resistance  with  frequency  at  each  spacing  follows  the  same  general 
trend  as  the  curve  OB  corresponding  to  an  infinite  spacing,  though 
to  a  less  extent.  Thus,  the  change  in  resistance  at  10  cm  spacing  is 
about  60  per  cent,  while  that  for  the  }i  cm  spacing  is  6  per  cent  of 
the  change  computed  for  infinite  spacing.  For  the  frequencies  used 
equation  (21)  is  rapidly  convergent  and  the  solid  curves  drawn  among 
the  observed  points  actually  correspond  to  only  the  first  term  of 
such  a  series  and  show  a  change  of  resistance  proportional  to  the 
square  of  the  frequency. 

The  inaccuracies  in  the  measurements  somewhat  mask  the  trend 
of  the  resistance  at  lower  frequencies,  but  it  appears  probable  from 
Figure  5,  as  well  as  from  theoretical  considerations,  that  at  low 
frequencies  the  increase  in  resistance  still  may  be  taken  as  proportional 
to  the  square  of  the  frequency.  On  this  basis  the  shunt  used  in  these 
experiments  would  have  a  skin  effect  ratio  at  60  cycles  per  second, 
exceeding  unity  by  350  parts  per  1,000,000  at  10  cm  spacing  and  by 
50  parts  per  1,000,000  at  1  cm  spacing. 

The  data  shown  in  Figure  5  were  obtained  with  only  one  thickness 
(0.2  cm)  and  one  width  (10  cm)  of  strip.  Since  the  ratio  of  width 
to  thickness  is  so  great  (50: 1),  however,  it  is  probable  that  the  results 
are  representative  of  the  skin  effect  in  any  thin  strip  which  has  the 
same  resistance  per  unit  length  as  the  strip  on  which  the  data  of 
Figure  5  were  obtained.  This  assumption  and  the  experimental  fact 
that  the  change  in  resistance  is  proportional  to  the  square  of  the 
frequency  can  be  combined  with  Dwight's  principle  stated  above  to 
show  that  the  ratio  of  alternating  current  to  direct-cuirent  resistance 
of  any  circuit  formed  of  two  thin  strips  at  a  spacing  of  g/w  times  their 
width  is  given  for  any  frequency/,  thickness  d,  and  resistivity  p  by 
the  equation 

§-1+£7L-jsfc?^^-1>  (22) 

where  F0(g/w)  is  the  ratio  of  alternating-current  to  direct-current 
resistance  given  in  Figure  5  for  the  same  ratio  g/w  of  spacing  to  width 
and  for  d0  =  0.2  cm,  w0=l0  cm,  p0  =  38,600  c.  g.  s.  units,  and  for  the 
value  of  f0  indicated  by  the  abscissa. 

Equation  (22)  is,  of  course,  applicable  only  at  low  frequencies 
where  the  parameter  p  (equation  (21))  is  less  than  0.5  and  for  strips 
so  thin  that  the  concentration  of  current  at  the  edges  is  the  pre- 
dominating effect  (that  is,  perhaps  d/w<  0.2). 

As  an  example  of  the  use  of  equation  (22)  consider  the  skin  effect 
at  60  cycles  for  a  circuit  consisting  of  two  copper  strips  25  cm  wide 
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and  0.5  cm  thick,  spaced  10  cm  center  to  center.     Taking  p=  1,750 

c.  g.  s.  units,  the  factor  J — ^— is  0.184.     The  ratio  of  spacing  to  width 

is  g/w  =  0A  and  from  Figure  5  for  f0=  1,200  cycles  we  get  by  inter- 
polating between   the   curves,   F0    (g/w)  =  1.  0063,   while   the   factor 

2 

is  258.     Hence,  the  skin-effect  ratio  for  the  copper  strap  is 


fo2d02w02 
1  +  0.184  X  258  X  0.0063  =  1 .030. 

The  skin  effect  in  shunts  of  the  tubular  type  can  be  computed 
mathematically.  The  case  of  a  circular  wire  or  tube  with  the  return 
circuit  at  a  great  distance  has  been  treated  by  a  number  of  writers.23 
For  low  frequencies  the  ratio  of  alternating-current  to  direct-current 
resistance  can  be  expressed  by  the  first  two  terms  of  a  power  series, 
as  follows: 

For  a  solid  wire  of  radius  a 

B'/fi-l+^g  (23) 

For  a  thin-walled  tube  of  thickness  d 

S'/B-l+^f  (24) 

where  as  before  m2  =  -^ 
P 

When  the  current-carrying  circuit  consists  of  two  concentric  tubes, 
the  situation  is  more  complicated.  Russell  24  has  published  a  very 
thorough  study  of  the  effective  resistance  and  inductance  of  a  con- 
centric main,  developing  formulas  both  for  low  and  for  high  frequen- 
cies. His  equations  can  be  still  further  simplified  if  we  limit  ourselves 
to  low  frequencies  and  to  cases  where  the  walls  of  the  tubes  are  thin 
in  comparison  with  their  diameter.  For  this  case  Russell's  equation 
(101)  reduces  to 

where  Rr  is  the  effective  alternating-current  resistance  per  unit  length 
of  the  concentric  main  which  is  formed  of  a  tube  having  outer  and  inner 
radii  c  and  b,  respectively,  and  a  coaxial  return  conductor  in  the  form 
of  a  rod  of  radius  a.  As  before  d  =  c  —  o.  When  the  inner  conductor 
is  also  a  thin-walled  tube  of  thickness  dlf  Russell's  equations  (113)  and 
(114)  give 


(26) 


*(f-v)\    45 )  2^_|y    45; 

23  See  bibliography  in  paper  by  Kennelly,  Laws,  and  Pierce,  referred  to  in  footnote  21. 

24  A.  Russell,  The  Effective  Resistance  and  Inductance  of  a  Concentric  Main  and  Methods  of  Com- 
puting the  Ber  and  Bei  and  Allied  Functions,  Phil.  Mag.,  6th  series,  17,  p.  524;  1909. 
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Considerable  caution  must  be  exercised  in  passing  from  these 
cases  to  those  in  which  the  potential  leads  span  a  part  of  only  the 
outer  or  of  the  inner  conductor  and  are  located  entirely  outside  the 
outer  tube  or  inside  the  inner  tube. 

The  difficulty  in  separating  the  potential  drops  in  the  two  conductors 
arises  from  the  fact  that  the  outer  tube,  if  it  has  a  finite  thickness, 
receives  power  by  transformer  action  from  the  inner  conductor. 
Hence,  its  mere  presence  in  the  magnetic  field  of  the  inner  conductor 
would  increase  the  power  drawn  from  the  source  even  if  the  outer 
tube  were  not  in  metallic  contact  with  the  alternating-current  circuit. 
The  total  resistance  given  by  equation  (25)  or  equation  (26)  must  be 
considered  as  that  quantity  which,  when  multiplied  by  the  square 
of  the  total  current,  gives  the  total  power  consumption.  An  integra- 
tion of  the  quantity  i2pdv  over  the  cross  section  of  the  inner  conductor, 
using  for  the  current  density  i  the  value  given  in  Russell's  equation 
(65),  shows  that  the  power  dissipated  as  heat  in  the  inner  conductor 
per  unit  length  is  given  by 

Hence,  the  heat  developed  in  the  outer  conductor  must  be 

^5&*(1+!f)  (28) 

The  potential  drop  in  unit  length  of  the  outer  conductor  can  be 
evaluated  either  from  Russell's  equation  (78)  by  taking  i'p  for  r  =  c 
and  substituting  the  proper  values  for  the  constants  A,  B,  C,  D,  and 
i0,  or  by  a  direct  solution  of  the  differential  equations  in  terms  of 
Bessel  functions  to  which  Taylor's  theorem  can  then  be  applied. 
The  result  by  either  method  gives  for  the  component  of  the  voltage 
drop  in  phase  with  the  current 

E=^~(i-^mw)  (29) 

This  indicates  that  such  a  shunt  will  actually  have  less  effective 
resistance  to  alternating  than  to  direct  currents,  but  this  is  quite 
consistent  with  the  fact  that  the  current  tends  to  crowd  toward 
the  inner  surface  of  the  outer  tube. 

Multiplying  equation  (29)  by  the  current  and  subtracting  the  result 
from  equation  (28)  gives  as  the  power  transferred  from  the  inner  to 
the  outer  conductor  by  transformer  action 

^     1   ir(c2-¥)    24  ^U) 

Adding  this  to  equation  (27)  and  dividing  by  the  square  of  the  cur- 
rent gives  for  the  resistance  of  the  inner  conductor  as  measured  with 
potential  leads  brought  out  radially  through  holes  in  the  outer  tube 


T?  -  P    A   1  m^\  1  /on 

l~Tva2\        192/     ~  ^-^    o" 


7T  (c2-b2)    24 
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Figure  6. — Group  of  air-cooled  shunts  ranging  in  resistance  from  0.05  to  0.001 
ohm  and  in  current  capacity  from  10  to  500  amperes 
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If,  however,  the  potential  leads  are  brought  out  through  the  hollow 
center  of  a  tubular  inner  conductor  we  have 


Ri= 


2x 


(ad,— i 


\         360  / 


(32) 


where  &x  is  the  thickness  of  the  inner  conductor. 

It  is  interesting  to  note  that  equation  (28)  indicates  that  for  the 
case  of  two  tubes  of  equal  thickness  and  both  so  large  as  to  have 
nearly  the  same  radius  the  ratio  of  alternating-current  to  direct-cur- 
rent resistance  approaches  the  same  value  as  that  given  in  equation  (20) 
for  infinitely  wide  strips. 

VI.    AIR-COOLED  RESISTANCE  STANDARDS 

As  examples  of  the  application  of  the  principles  of  design  which 
have  been  discussed  in  the  preceding  sections  we  may  consider  the 
two  groups  of  alternating-current  resistance  standards  which  were 
constructed  at  the  Bureau  of  Standards  for  use  in  the  current  trans- 
former testing.  The  first  group  of  shunts,  built  in  1923  by  F.  M. 
Defandorf  and  R.  D.  Wyckoff,  range  in  resistance  from  0.05  to 
0.001  ohm  and  are  designed  for  a  voltage  drop  of  0.5  volt.  Figure  6 
shows  the  general  appearance  of  these  shunts,  and  Figure  7  shows  the 
arrangement  of  potential  leads,  etc.,  in  a  typical  shunt  of  this  group. 
Table  1  gives  the  essential  dimensions  and  other  data. 

Table  1. — Data  on  air-cooled  shunts 


Resistance ...ohms. 

Current  rating amperes. 

Length... cm. 

Width.... do... 

Thickness do... 

Watts  per  square  centimeter  at  rated  cur 

rent 

Phase  angle  at  60  cycles,  observed 

minutes. 


0.05 

0.02 

0.01 

0.005 

0.  0025 

10 

25 

50 

100 

200 

75 

75 

75 

65 

76 

1.6 

4.0 

8.0 

7.0 

13.3 

.056 

.056 

.056 

.081 

.10 

.021 

.021 

.021 

.055 

.050 

+.4 

+.3 

+.1 

-.3 

-.4 

0.001 

500 

72 

20.0 

.14 

.083 

-2.0 


The  cooling  of  these  shunts  is  effected  by  placing  them  in  an  air 
stream  which  is  supplied  by  a  motor-driven  blower.  The  air  is  led 
from  the  blower  through  a  hole  in  the  table  top  and  passes  up  through 
a  wooden  channel  11  by  11  cm,  inside  of  which  the  shunt  proper  is 
located.  The  air  velocity  at  full  speed  of  the  blower  is  about  1,600 
cm  per  second  (36  miles  per  hour),  and  the  heat  dissipated  is  0.017 
watt  per  square  centimeter  per  degree  centigrade  temperature  rise. 
Consequently,  the  temperature  rise  of  the  500  ampere  shunt  at  full- 
rated  current  is  only  5°  C,  and  that  of  the  other  shunts  is  considerably 
less.  The  cooling  was  found  to  be  roughly  proportional  to  the  square 
root  of  the  air  velocity.  This  method  of  cooling  avoids  the  risk  of 
corrosion  of  the  shunt  metal  by  contact  with  oil  which  has  become 
acid  and  eliminates  the  spilling  and  leakage  usually  ^  associated  with 
oil-cooled  apparatus.  The  noise  made  by  the  blower  is  slightly  objec- 
tionable at  the  highest  speeds  required  to  cool  the  largest  shunts.  The 
cooling  surface  required  to  transfer  larger  amounts  of  power  than  the 
greatest  here  used  (250  watts)  makes  the  design  of  air-cooled  alternat- 
ing-current shunts  for  higher  ratings  rather  difficult,   and  the  oil- 
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cooled  shunts  described  below  have  been  developed  for  higher  current 
ranges. 

While  the  general  principle  of  compensating  the  inductance  of 
shunts  by  suitably  locating  the  potential  leads  has  long  been  recog- 
nized,25 most  of  the  designs  embodying  this  principle  have  involved 


Figure  7. — Plan  and  cross  section  of  air-cooled  shunt 

the  use  of  a  potential  sheath  which  has  covered  one  side  of  the  working 
resistor,  and  thus  has  materially  obstructed  the  available  cooling 
surface.    In  this  group  of  air-cooled  shunts  all  possible  cooling  surface 

«  Campbell,  Electrltian  (London),  61,  p.  1000;  1908. 
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is  needed,  and  the  current-carrying  strips  are  therefore  placed  about 
9  mm  apart,  so  that  both  sides  are  exposed  to  the  cooling  air  stream. 
The  current  circuit,  therefore,  produces  a  considerable  magnetic 
field.  The  effect  of  this  on  the  self-inductance  of  the  shunt  as  a  whole 
has  been  compensated  by  locating  the  potential  leads  as  shown  in 
Figure  7.  The  ends  of  the  leads  are  soldered  to  U-shaped  lugs  at 
a  and  o,  and  each  lead  (of  flattened  No.  30  wire)  is  tied  tightly  against 

the  manganin  strip  as  at  d,  e,f,  g,  Ji,  or  I,  m throughout  its 

foldings  to  the  center  (j)  of  its  length,  where  the  two  leads  meet  and 
run  as  a  twisted  pair  to  the  potential  binding  posts  pi  p2- 

In  the  shunts  of  the  lower  four  current  ranges  the  potential  leads 
are  placed  in  the  center  of  the  width  of  the  manganin  strip,  as  indi- 
cated at  de,  Figure  7.  This  gives  a  sufficiently  close  compensation 
for  inductance  and  skin  effect,  and  renders  the  shunt  practically 
immune  to  stray  magnetic  fields.  In  the  case  of  the  200-ampere 
shunt  the  lead  is  placed  as  indicated  at  Im,  Figure  7,  and  in  the  500- 


Figure  8. — Schematic  diagram  of  simple  shunt  with  alternative  potential  leads 

ampere  shunt  two  sets  of  potential  leads  connected  in  parallel  are 
used  as  indicated  at  Im  and  nk,  Figure  7.  The  placing  of  the  leads 
down  from  the  edge  of  the  strip  by  a  distance  equal  to  two-tenths  of 
the  width  of  the  strip  has  the  effect  as  shown  below  of  giving  a  more 
accurate  compensation  of  inductance  and  skin  effect,  while  the  use  of 
two  leads  in  parallel  restores  the  immunity  to  stray  fields  which  is 
sacrificed  by  the  unsymmetrical  location  of  the  single  lead  in  the 
200-ampere  shunt. 

The  effect  of  the  location  of  the  potential  leads  in  shunts  of  this 
type  can  be  seen  if  we  first  consider  the  set  of  conductors  shown  in 
Figure  8.  Assuming  that  the  formula  for  long  straight  conductors  is 
applicable,  the  4-terminal  inductance  is  given  by 

=2Z[loge  A2-loge  A2  + log.  A8-log,  As]  (33) 
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It  will  be  seen  that  the  first  two  terms  are  independent  of  the  distance 
g  to  the  return  lead,  and  that  if  the  return  were  at  a  great  distance,  so 
that  loge  B13  =  \oge  D2z,  the  inductance  would  be  given  by 

L  =  2Z[loge  D12  -  loge  D22]  =  2lFx  (34) 

If  we  limit  ourselves  for  the  present  to  the  case  of  thin  strips  when 
a  and  d  are  zero,  the  equations  /  (c)  and  II  (d)  given  in  the  appendix 
show  that  the  factor  in  the  brackets  is  given  by 

F1-=^+n\ogen+(l-n)  loge  (l-n)  (3£) 

where  n  =  ~ — .     The  quantity  Fx  has  the  value   +0.5  for  n  =  0  or 

n  =  1  (that  is,  if  the  potential  lead  is  run  along  either  edge  of  the 
strip);  it  has  a  minimum  value  of  —0.193  for  n  =  0.5  (that  is,  if  the 
potential  lead  is  run  along  the  center  of  the  strip) ;  and  it  has  the  value 

zero  if  n  =  0.2  or  0.8  approximately  I  —  =  ±0.3  V 

The  physical  significance  of  this  result  can  be  seen  by  noting  that  a 
certain  amount  of  flux  as  indicated  by  the  lines  of  force  A- A  and 
C-C  in.  Figure  8  cuts  through  the  strip  and  is  linked  with  only  the 
center  portion  of  it,  although  most  of  the  flux  links  the  entire  strip 
as  indicated  by  the  line  B-B.  A  potential  lead  placed  near  the  axis 
of  the  strip  is  therefore  linked  by  a  flux  which  is  greater  than  the 
average  flux  linking  the  entire  strip,  and  the  shunt  as  a  whole  shows  a 
negative  inductance.  A  potential  lead  placed  along  the  edge  of  the 
strip,  on  the  other  hand,  is  linked  by  less  flux  than  the  average  for  the 
entire  strip  and  the  inductance  compensation  is  incomplete.  For 
some  intermediate  position,  which  works  out  to  be  about  two-tenths 
of  the  width  of  the  strip  in  from  the  edge,  the  compensation  is  exact. 

In  fact,  the  compensation  is  correct  if  the  potential  lead  is  placed  at 
any  point  on  that  line  of  force  C-C  which  cuts  the  central  plane  of 
the  strip  at  6  =  0.3  w. 

If  the  return  lead  3  is  at  only  a  moderate  distance  from  the  rest  of 
the  shunt,  the  distances  D13  and  D23  will  not  be  exactly  equal,  and  the 
4-terminal  inductance  will  contain  a  contribution  , 

2lF2  =  2l[\oge  As -loge  As!  (36) 

which  will  depend  on  the  spacing  g  between  the  strips.  From  the 
equations  11(a)  and  I  (a)  given  in  the  appendix  it  follows  that  for  the 
case  of  thin  strips 

F2=~xHogex2+^^-]oge  (1+z2) 
-5  log.  (n2+x2)-^Y^  loge((l-7i)2+x2) 

+  x{2  cot"1  x-cot-1  r^ cot"1  -\~  (37) 

I  1—n  n\     2  v 

where  x =— ■  The  function  of  x  and  n  given  by  equation  (37)  is  plotted 
in  Figure  9  against  x  for  several  values  of  n,  and  in  Figure  10  against 
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n  for  several  values  of  x.  These  curves  show  that  as  the  return  strip 
3  starting  at  a  great  distance  is  brought  closer  and  closer  to  the  out- 
going strip  2  the  term  2lF2  changes  from  zero  in  such  a  way  as  to 
tend  to  offset  the  inductance  2lF1  computed  from  the  Du  and  D22 
terms.  This  tendency  to  compensation  exists  whether  the  original 
inductance  is  positive  or  negative,  and  in  the  limit  when  the  strips 
are  in  coincidence  so  that  g  and  x  are  zero,  the  compensation  becomes 
perfect    (that  is,  F2(o,  n)=—F1(n)).     This,  of  course,  is  to  be  ex- 
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Figure  9.— F2  (x,  n)  =  ~x*  loge  x*+^~^-\oge  (1+a*) 

~loge(n»+^)-it=^loge{(l-7i)»+a?)}+«{2  cot-^ 

—  cot-1)  ^ cot-1—  \—ey  plotted  as  a  function  of  x  for 

the  values  of  n  marked  on  the  curves 

pected,  since   when   the   strips   coincide   the   outgoing   and   return 
currents  completely  neutralize  each  other,  element  by  element. 

Figure  9  also  shows,  however,  that  in  case  n  =  0.2  or  0.8  the  net  effect 
of  the  return  lead  3  is  practically  zero  for  all  spacings.  It  is  therefore 
evident  that  the  location  of  the  potential  lead  at  either  of  these  posi- 
tions will  cause  complete  compensation  for  the  self-inductance  of  the 
current  circuit  and  is  especially  desirable  in  designs,  such  as  those 
described  below,  where  the  current-carrying  parts  form  a  zigzag  path, 
84789°— 29— -7 


96 


Bureau  of  Standards  Journal  of  Research 


[Vol.  4 


so  that  each  potential  lead  is  subject  to  the  magnetic  effect  from  a 
number  of  current  strips. 

In  the  actual  construction  of  a  shunt  the  current-carrying  strips 
must,  of  course,  have  a  finite  thickness.  If  the  thickness  of  each  is 
d,  the  inductance  will  be  less  than  that  given  by  equations  (35)  and 


Figure  10. — Graph  of  F2  (x,  n)  given  in  equation  (37) 
plotted  as  a  function  of  n  for  the  values  of  x  marked  on 
the  curves 


(37).     The  correction  resulting  from  the  finite  thickness  is  found  from 
equations  1(c);  11(d),  2;  11(a)  and  1(a)  of  the  appendix  to  be 

d2    [25  1 

24  w2  3 


=  2zf-f  ± 

L     3    w 

2 iog  f1  +  i\+*  +  a-")  1 

6    V       sc/    x2  +  n2     (1—  n)2  +  x2\  J 


.    -4  loge  — 

n(l—n)  b    w 


(38) 


d 


Inspection  shows  that  for  most  values  of  —  and  —-  likely  to  occur  the 

d2 
terms  involving  —^  can  be  neglected  unless  n  is  nearly  zero  or  unity. 

Similarly  the  potential  lead  can  not  well  be  made  to  lie  exactly  in 
the  medial  plane  of  the  strip,  but  is  at  a  small  distance  a  from  this 

plane.     In   practice  a  will  be  slightly  greater  than  «  because  of  the 
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insulation  between  lead  and  shunt.     The  effect  of  this  spacing  a  is 
to  add  to  the  inductance  a  contribution 

4  \__w[  X  X      \ 

+  J*L\ (x2  +  n-n>) 1        1     1  (m 

^2w2\(x2  +  n2)(x2  +  (1-n)2)     n(l-n)r~J  {6y) 

The  upper  signs  apply  when  the  potential  lead  and  the  return  con- 
ductor he  on  opposite  sides  of  the  strip,  the  lower  signs  when  they  are 

\     a2 
on  the  same  side.     Here,  again,  the  terms  in — 2  are  negligible  under 

all  usual  conditions.     For  close  spacings  (small  values  of  g  or  x)  the 
first-order  term  also  becomes  small  while  for  large  values  of  g  or  x  it 

approaches  the  value  2  w  I  —  • 

In  deducing  equation  (39)  from  the  basic  equation  (33),  the  term 
loge  D12  has  been  taken  from  equation  1(c)  in  the  appendix.  The 
value  of  loge  D13  is  obtained  by  putting  (g  +  a)  in  place  of  a  in  the 
general  equation  1(a)  and  then  expanding  for  a  small. 

In  the  arrangement  actually  used  in  the  air-cooled  shunts  it  will 
be  seen  from  Figure  7  that  each  stretch  of  manganin  strip  and  its  part 
of  the  potential  lead  correspond  to  conductors  2  and  1,  respectively, 
in  Figure  8.  In  place  of  a  single-return  conductor  as  3  in  Figure  8 
there  is  a  succession  of  conductors  which  are  spaced  at  consecutively 
greater  and  greater  distances  from  conductor  2  and  which  carry  cur- 
rents which  flow  alternately  in  opposite  directions.  The  inductance 
can,  therefore,  be  estimated  by  adding  to  the  result  of  equation  (34) 
a  succession  of  contributions  computed  by  the  use  of  equation  (36)  for 
the  various  other  conductors.  This  procedure,  of  course,  does  not 
make  proper  allowance  for  the  connections  across  the  ends,  but  phase 
angles  thus  computed  have  been  found  in  most  cases  to  agree  with 
experimentally  observed  values  to  within  one  minute  at  60  cycles, 
after  the  corrections  2lFz  and  2lF±  have  been  applied. 

It  is  evident  from  the  foregoing  paragraphs  that  this  design  offers 
a  convenient  means  of  obtaining  a  shunt  of  small  and  definite  in- 
ductance. In  the  case  of  manganim  shunts  having  a  resistance  of 
0.01  ohm  or  more  the  correction  terms  2lF3  and  2lF±  may  be  of  the 
same  order  as  the  main  terms  2lFt  and  2lF2,  but  the  total  phase  angle 
is  so  small  that  a  satisfactory  design  is  obtained  by  running  the  poten- 
tial lead  at  the  center  of  the  width  of  the  shunt.  With  shunts  of  lower 
resistance  made  with  wider  and  thicker  strips  the  phase  angle  becomes 
of  greater  importance  and  it  becomes  more  desirable  to  move  the 
potential  lead  nearer  to  the  edge  of  the  strip  to  maintain  sufficiently 
close  compensation.  Because  of  uncertainty  in  the  distance  a  be- 
tween potential  lead  and  strip  it  is  usually  necessary  to  determine 
the  exact  value  of  inductance  experimentally  by  comparison  with  a 
more  readily  computable  standard. 

Any  theoretical  estimate  of  the  skin  effect  in  shunts  of  this  type  is 
very  difficult  because  of  the  fact  that  the  potential  lead  is  placed  so 
close  to  the  current-carrying  parts  that  it  is  subject  to  a  greater  induc- 
tive action  from  some  parts  of  the  current  than  from  others. 

A  general  idea  of  the  apparent  resistance  to  be  expected  with  such 
a  construction  can  be  seen  from  the  following  considerations.     In 
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the  case  of  a  thin  strip  conductor  with  a  return  conductor  at  a  mod- 
erate spacing  the  current  density  existing  near  the  edges  of  the  strip 
tends  to  lead  in  phase  as  compared  with  the  total  current,  and  also 
to  be  somewhat  greater  in  magnitude  than  the  average  current  density 
over  the  entire  cross  section.  This  is  because  the  edges  are  linked 
by  less  than  the  average  amount  of  magnetic  flux.  Conversely,  the 
current  density  in  the  central  portion  of  the  strip  lags  in  time  phase 
behind  the  total  current.  Now,  the  total  electromotive  force  induced 
in  a  potential  lead,  which  is  located,  say,  along  the  edge  of  such  a 
strip,  may  be  considered  as  the  sum  of  contributions  from  elements 
of  current  flowing  in  all  parts  of  the  strip.  Each  contribution  of  emf 
is  strictly  in  time  quadrature  with  the  element  of  current  which  pro- 
duces it  and  is  proportional  in  magnitude  to  the  mutual  inductance 
between  the  current  element  in  question  and  the  potential  lead.  This 
mutual  inductance  will  be  greatest,  of  course,  in  the  case  of  those 
elements  located  nearest  to  the  potential  lead  and,  therefore,  these 
elements  of  current  (in  this  case  those  near  one  edge  of  the  strip) 
will  have  more  weight  than  the  rest  in  determining  the  time  phase  of 
the  total  emf  induced.  The  result  is  that  the  induced  emf  leads  the 
quadrature  position  and  has  a  component  in  phase  with  the  current 
so  that  the  total  effective  resistance  of  the  4-terminal  conductor  is 
greater  than  it  would  be  if  there  were  no  inductive  action.  Con- 
versely, a  shunt  having  its  potential  lead  placed  near  the  center  of 
the  strip  has  an  apparent  negative  skin  effect.  Furthermore,  it 
would  be  expected  that  if  the  potential  lead  were  placed  in  an  inter- 
mediate location,  so  that  the  current  elements  near  it  had  substantially 
the  same  phase  as  the  total  current,  then  the  4-terminal  conductor 
would  show  only  the  normal  skin  effect  corresponding  to  the  actual 
increased  power  dissipation  in  the  metal. 

As  a  check  upon  the  foregoing  analysis,  a  series  of  measurements 
were  made  on  the  effective  resistance,  at  frequencies  of  about  60,  600, 
and  1,000  cycles  per  second,  of  an  experimental  shunt  which  consisted 
of  two  parallel  straight  strips  which  formed  the  outgoing  and  return 
conductors.  A  number  of  pairs  of  potential  leads  were  clamped 
against  the  outside  of  one  of  the  strips  at  various  distances  from  its 
axis.  For  convenience  the  points  of  contact  between  the  potential 
leads  and  the  strip  were  common  to  all  the  pairs  of  leads  and  were  at 
two  points  on  the  center  of  the  strip.  Since  the  equipotential  surfaces 
are  necessarily  planes  perpendicular  to  the  axis  of  the  shunt  the  same 
results  would  have  been  obtained  if  the  points  of  contact  had  been 
distributed  along  two  such  planes.  The  strip  was  of  manganin  10  cm. 
wide  and  0.2  cm.  thick.  The  return  circuit  was  formed  of  a  similar 
straight  strip  which  could  be  placed  at  various  distances  from  the 
working  strip  but  which  carried  no  potential  leads.  The  results  are 
shown  in  Figure  1 1 .  Here  the  abscissas  are  the  distance  of  the  poten- 
tial lead  from  the  edge  of  the  strip,  expressed  in  terms  of  the  width 
of  the  strip.  The  ordinates  are  the  increase  of  the  alternating-current 
over  the  direct-current  resistance,  divided  by  the  direct-current 
resistance  and  by  the  square  of  the  frequency,  for  the  4-terminal 
conductor  formed  by  the  strip  and  the  potential  lead  placed  as  indi- 
cated by  the  abscissa.  The  several  curves  shown  correspond  to 
different  spacings  of  the  return  conductor.  The  number  on  each 
curve  is  the  ratio  of  the  spacing  between  the  strips  to  the  width  of 
the  strip.    Figure  11  is  based  mainly  on  data  obtained  with  a  fre- 


stisbeei         Design  of  Alternating-Current  Resistance  Standards 


99 


quency  of  1,000  cycles,  but  results  at  other  frequencies  showed  the 
change  in  resistance  to  be  roughly  proportional  to  the  square  of  the 
frequency. 

It  will  be  seen  that  the  general  trend  of  the  curves  is  in  accordance 
with  what  would  be  expected  from  the  theoretical  considerations  pre- 
viously discussed.  The  shunt  when  used  with  potential  leads  at  or 
near  the  center  of  its  width  shows  a  very  considerable  decrease  in 
resistance  with  increase  of  frequency,  while  if  the  potential  lead  lies 


Figure  1 1 . — Observed  relation  between  the  four-terminal 
a.  c.  resistance  of  a  flat-strip  shunt  and  the  location  of 
the  potential  leads  fastened  tightly  against  the  strip 

The  abscissas  are  the  distance  measured  parallel  to  the  width  of  the 
strip  from  its  edge  to  the  potential  lead,  expressed  in  terms  of  the  width 
of  the  strip.  The  ordinates  are  the  increase  in  resistance  from  d.  c.  to 
a.  c.  divided  by  the  d.  c.  resistance  and  by  the  square  of  the  frequency. 
The  number  marked  opposite  each  curve  indicates  the  ratio  of  the  spac- 
ing of  the  strips  g  to  their  width  w. 

near  the  edge  the  skin  effect  is  positive.  The  position  which  gives 
zero  net  skin  effect  for  the  shunt  is  substantially  the  same  as  that 
corresponding  to  zero  effective  inductance  and  varies  only  slightly 
with  the  spacing  to  the  return  conductor. 

Inductance  measurements  were  also  made  on  the  experimental  strip 
shunt  as  a  check  upon  the  theoretical  equations.  Figure  12  shows  by 
the  curves  the  net  effective  inductance  per  unit  length  of  the  experi- 
mental shunt  as  computed  from  equations  (35)  and  (37)  after  correct- 
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ing  for  the  thickness  of  the  strip  by  equation  (38)  and  for  the  location 
of  the  potential  lead  by  (39).  The  plotted  points  show  the  values 
observed  experimentally  at  60  cycles.  The  agreement  is  quite  satis- 
factory, and  the  small  discrepancies  can  reasonably  be  attributed  to 
uncertainty  in  the  distance  between  the  strip  and  the  potential  lead. 

VII.  OIL-COOLED  RESISTANCE  STANDARDS 

The  second  group  of  alternating-current  resistance  standards  con- 
sists of  two  shunts  of  the  tubular  type.     The  detailed  design  and 


Figtjke  12. — Four-terminal  inductance  per  centimeter 
length  of  a  flat  strip  shunt  as  a  function  of  the  distance 
of  the  potential  lead  from  the  edge  of  the  strip  ex- 
pressed in  terms  of  the  width  of  the  strip 

The  number  marked  opposite  each  curve  indicates  the  ratio  of  the 
spacing  of  the  strips  g  to  their  width  w. 

adjustment  of  these  shunts  were  worked  out  by  R.  D.  Wyckoff  and 
R.  L.  Smith.  The  mechanical  construction  was  done  by  J.  M.  S. 
Kaufman.  The  shunts  were  completed  early  in  1929.  One  is  rated 
at  1,000  amperes,  0.0005  ohm,  and  the  other  has  a  current  rating  of 
2,500  amperes  and  has  two  sets  of  potential  terminals  corresponding 
to  resistances  of  0.00025  and  0.0002  ohm.  The  considerable  amount 
of  power  dissipated  as  heat  in  these  shunts  makes  the  use  of  oil  cooling 
desirable.     The  tubular  construction  was  chosen  as  offering  at  once 
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convenient  guiding  surfaces  for  the  cooling  oil,  freedom  from  any 
tendency  to  produce  magnetic  field  at  external  points  and  the  possi- 
bility of  obtaining  the  inductance  by  computation  without  requiring 
comparison  with  any  other  shunt.     Figures  13  and  14  show  the  general 


appearance  of  these  shunts,  and  Table  2  gives  the  essential  data 
concerning  them. 

Table  2. — Data  on  oil-cooled  shunts 


Resistance 

Current  rating 

ohms.. 

-amperes. . 

cm.. 

do.... 

do 

0.0005 
1,000 
35 

8.57 
.1 
.27 
-.7 

0.00025 
2,500 
64 

15.2 

.2 

.26 

-2.9 

0.00020 
2,500 
51 

15.2 
.2 
.26 

Length  of  manganin  tube  between  potential  leads. 

Diameter 

Thickness 

Watts  per  square  centimeter  at  rated  current 

Phase  angle  at  60  cycles,  computed.  _ 

.minutes.. 

-2.9 
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Cooling  is  effected  by  a  stream  of  oil  (about  20  gallons  per  minute) 
which  is  circulated  by  a  centrifugal  pump  through  the  annular  spaces 
on  each  side  of  the  manganin  tubes.  The  linear  velocity  of  the  oil 
is  about  65  cm  per  second,  and  the  heat  transfer  is  about  0.023  watt 
per  square  cm  per  degree  centigrade  temperature  rise.  Thermo- 
couple measurements  have  shown  that  at  rated  current  the  manganin 
operates  at  a  temperature  about  11°  C.  above  that  of  the  oil. 

As  manganin  tubing  of  the  required  diameter  was  not  commercially 
available,  the  shunts  were  constructed  by  bending  sheet  material 
to  form  portions  of  a  circular  cylinder  of  the  desired  radius.  For  the 
smaller  tube  two  pieces  each  extending  the  full  length  of  the  shunt  and 
subtending  an  angle  of  180°  were  used,  and  for  the  larger  three  pieces 
each  covering  120°.  The  sheets  were  hard  soldered  at  the  ends  to 
narrow  copper  rings  which  in  turn  were  soft  soldered  to  the  heavy 
copper  tubes  which  formed  the  rest  of  the  current  circuit.  The  tubes 
were  annealed  at  450°  C.  in  an  atmosphere  of  nitrogen  after  all 
mechanical  work  on  the  manganin  had  been  completed. 

Because  of  the  unsymmetiical  location  of  the  current- terminal  slabs 
there  would  be  a  tendency  for  the  current  density  to  be  slightly  greater 
in  the  upper  part  of  both  tubes  than  in  the  lower.  To  counteract  this 
effect,  a  number  of  holes  were  drilled  through  the  slabs  near  the  upper 
side  of  the  tubes  (see  fig.  14)  so  as  to  tend  to  force  the  current  flow 
into  the  other  parts  of  the  circumference.  A  test  for  the  adequacy 
of  this  procedure  is  obtained  by  sending  direct  current  through  the 
shunt  and  experimentally  plotting  some  loci  of  points  of  equal  poten- 
tial on  the  surface  of  the  tube  near  the  slabs.  These  equipotential 
lines  normally  lie  in  planes  perpendicular  to  the  axis  of  the  tube,  and 
any  departure  from  this  condition  is  an  index  of  nonuniform  current 
distribution.  This  method  also  gives  a  fairly  sensitive  test  of  the 
quality  of  the  soldered  joints,  a  very  small  crack  producing  a  marked 
distortion  of  the  equipotential  lines. 

These  shunts  are  provided  with  four  sets  of  potential  leads  spaced 
90°  apart  around  the  tubes.  Normally  the  four  leads  of  each  equi- 
potential group  are  connected  in  parallel  to  minimize  errors  from  eccen- 
tricity and  stray  fields.  As  a  preliminary  check,  however,  the  in- 
ductance was  measured  using  each  set  of  leads  separately.  The 
values  when  analyzed  by  the  method  given  in  Section  IV  (equation 
(17))  above  indicated  that  the  actual  current  distribution  was  equiva- 
lent to  that  in  a  pair  of  homogeneous  tubes  having  a  displacement 
between  their  axes  of  only  0.1  mm  in  the  case  of  the  smaller  and  0.7 
mm  in  the  larger  shunt.  This  is,  perhaps,  the  result  of  inhomo- 
geneity  in  the  metal  rather  than  of  an  actual  eccentricity  of  the  tubes. 

Adjustment  of  resistance  is  provided  by  the  method  shown  in  the 
lower  part  of  Figure  4,  using  two  potential  leads  connected  at  points 
about  2.5  per  cent  of  the  resistance  apart  at  one  end  of  each  shunt. 
All  potential  leads  of  the  group  connecting  to  the  same  equipotential 
surface  are  of  the  same  length  and  resistance.  Those  running  toward 
the  closed  end  of  the  current  circuit  are  of  No.  18  manganin  wire 
rolled  flat  and  tied  down  tightly  against  the  tube.  Between  the  tube 
and  the  binding  post  one  group  of  potential  leads  is  formed  by  four 
slender  copper  or  brass  tubes,  while  the  corresponding  leads  of  the 
group  from  the  other  end  of  the  shunt  are  drawn  through  these  tubes, 
which  thus  function  as  conduits  and  also  serve  to  keep  the  two  leads 
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Figure  14. — View  of  oil-cooled  shunts  removed  from  tank  and  placed  with  the 
axis  of  the  current-carrying  tubes  vertical,  to  show  the  under  side  of  the  poten- 
tial terminals,  the  resistors  which  serve  for  the  exact  adjustment  of  the  resist- 
ances, and  the  tubular  potential  leads  which  serve  as  conduits  for  those  other 
potential  leads  which  are  attached  to  the  shunt  along  the  same  element 
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of  each  set  close  together  to  avoid  any  loops  which  might  link  with 
stray  fields.  For  the  same  reason  the  binding  posts  themselves  are 
made  concentric. 

VIII.  CONCLUSION 

It  will  be  seen  from  the  foregoing  sections  that  the  design  of  a 
resistance  standard  for  alternating  current  need  not  differ  very 
greatly  from  that  of  a  resistor  for  direct  current.  The  prime  con- 
siderations of  resistance  and  cooling  are  the  same  for  both.  The 
requirements  of  a  small  and  definite  inductance  can  usually  be  met 
by  proper  attachment  and  location  of  the  potential  leads  without 
greatly  affecting  the  cooling.  To  avoid  skin-effect  errors  somewhat 
more  modification  in  design  is  required,  but  the  symmetry  of  con- 
struction usually  resorted  to  in  alternating-current  standards  would 
probably  lead  to  more  uniform  temperature  distribution  and  better 
performance  than  the  more  conventional  direct-current  designs. 

It  is  hoped  that  the  descriptions  given  in  Sections  VI  and  VII  of 
the  resistors  used  at  this  bureau  in  current-transformer  testing  may 
be  of  assistance  to  other  laboratory  workers  in  preparing  satisfactory 
designs.  The  choice  of  the  tubular  construction  for  the  standards  of 
greatest  current-carrying  capacity  was  dictated  mainly  by  the  con- 
sideration that  the  inductance  would  be  computable  from  the  dimen- 
sions. Now  that  these  resistors  are  in  existence  others  of  different 
construction  but  of  the  same  nominal  resistance  can  be  compared 
with  them  and,  hence,  there  is  less  necessity  for  the  construction  of 
similar  resistors  in  the  future.  It  may  be  remarked,  however,  that 
the  mechanical  difficulty  of  constructing  the  necessary  tubes  from 
sheet  material  was  found  to  be  much  less  than  had  been  anticipated, 
and  that  the  advantages  of  freedom  from  stray  fields  and  of  nearly 
uniform  temperature  distribution  throughout  the  working  part  of  the 
shunt  are  not  to  be  undervalued. 

IX.  NOTATION 

a  =  coordinate  of  point  (or  potential  lead)  from  center  of 

rectangle  (or  strip)  measured  along  shorter  axis,  or 
a  =  outer  radius  of  inner  conductor  of  concentric  main. 
o  =  coordinate  of  point  (or  potential  lead)  from  center  of 

rectangle  (or  strip)  measured  along  longer  axis. 
h  =  inner  radius  of  outer  conductor  of  concentric  main. 
c  =  outer  radius  of  outer  conductor  of  concentric  main. 
D  =  linear  dimension. 
Diz,  Du,  Dxy  =  geometric  mean  distances  between  areas  1  and  3,  1 

and  4,  x  and  y,  etc. 
d  =  thickness  of  conducting  strip. 
du,  dw  =  distances  between  elements  of  conductors  1  and  2, 

1  and  3,  etc. 
E=  electromotive  force. 
Fi,  F2,  F3,  F4'=  functions  defined  by  equations  (35),  (37),  (38),  and 

(39),  respectively. 
/=  frequency. 
g  =  distance  between  centers  of  strips  (or  rectangles). 
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Hi,  .02  =  heat  developed  in  inner  and  outer  conductors  of  con- 
centric main. 
1=  current, 
^current  density. 
ii,h  =  current  density  in  conductors  1,  2. 

i'  =  current  density  in  outer  conductor  of  concentric  main. 
to  =  current  density  at  center  of  inner  conductor  of  con- 
centric main. 

&  =  constant  of  equation  (12). 
L  =  self  inductance. 
Lu  L2  =  inductance  using  potential  leads  1,  2. 
Li  =  inductance  of  shunt  of  length  I. 

L  co  =  inductance  of  section  of  length  I  of  a  shunt  of  infinite 
length. 
I,  llf  Z2  =  axial  lengths. 

M = mutual  inductance. 
Mu,  34  =  mutual  inductance  between  circuit  12  and  circuit  34. 


m 


P  =  power  transferred  by  transformer  action  between  con- 
ductors of  concentric  main. 


m 


Vdw 


q  =  displacement  of  axes. 
R  =  direct-current  resistance. 
R'  =  alternating  current  resistance. 
Rt  =  alternating-current  resistance  of  inner  conductor. 
AR  =  change  in  resistance  between  alternating  current  and 
direct  current. 
r  =  radial  distance. 
Si,  S2  =  area  of  conductor  1,  2. 
t= constant  of  equation  12. 
v  =  volume. 
w  =  width  of  strip. 

y  =  variable  of  integration  in  equation  12. 
x  =  g/w. 

Z  =  impedance. 

ai  =  angle  between  line  joining  axes  of  tubes  and  line  join- 
ing axis  of  outer  tube  to  potential  lead  1. 
fj,  =  permeability. 
p  =  resistivity. 
<Pu  <P2 =  flux  linkages  due  to  current  in  conductors  1,  2. 
<j>  =  total  flux  linkages. 
w  =  2x/. 

X.     APPENDIX     A.— FORMULAS    FOR    GEOMETRIC    MEAN 

DISTANCE26 

^  The  following  list  of  formulas  contains  those  for  most  of  the  com- 
binations of  points  and  narrow  rectangles  likely  to  be  needed  in  com- 
puting the  inductance  of  shunts  formed  of  manganin  strips  and 

28  The  author  is  deeply  indebted  to  Prof.  F.  W.  Grover  for  his  painstaking  care  in  verifying  these  for- 
mulas. 
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small  potential  leads.  They  may  be  derived  as  special  cases  of  the 
more  general  expression  for  the  geometric  mean  distance  of  two 
symmetrically  located  rectangles  of  any  thickness  given  by  Rosa  27 
but  are  more  readily  arrived  at  by  the  direct  integration  of  the 
equation  which  defines  geometric  mean  distance. 

For  the  case  of  strips  which  have  a  thickness,  d,  very  small  com- 
pared to  their  width,  w,  Taylor's  theorem  may  be  applied  and  a 

d? 
power  series  in  —2  obtained.     The  first  term  of  this  series  is  given  in 

each  of  the  equations  listed  below. 

If  the  geometric  mean  distances  for  pairs  of  fines  or  points  and 

lines  are  desired,  they  can  be  obtained  bv  merely  omitting  from  the 

d2 
equations  given  below  those  terms  which  contain  —2  as  a  factor. 

The  formulas  given  here  cover  only  those  cases  in  which  the 
rectangles  (or  lines)  are  equal  and  are  placed  with  their  longer  axes 
parallel  and  with  their  shorter  axes  in  the  same  straight  fine.  The 
following  notation  is  used : 

w  =  length  of  rectangle  (that  is,  width  of  strip). 

d  =  width  of  rectangle  (that  is,  thickness  of  strip). 

g  =  distance  between  centers  of  rectangles. 

a  =  coordinate  of  point  from  center  of  rectangle  measured  along 
shorter  axis. 

0=  coordinate  of  point  from  center  of  rectangle  measured  along 
longer  axis. 

1     I 

'n==2~w 

D  =  geometric  mean  distance. 

I.  Point  from  narrow  rectangle 
(a)  General  case: 

XHKhH)2)-1 

■5(^e+£)-*re-5i)i 

I-5        f« 


2" 


«2+(H2  «2+(f+6)2 


(b)  Symmetrical  case,  point  on  prolongation  of  minor  axis  of  rec- 
tangle : 

»B.S.  Bull.,  3,  p.  6, 1907;  B.  S.  Sci„  Paper  No,  47, 
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i        7-1     1  i       (  2  .  w*\     ,  1  2a  ,  .  _,  w  <22 

lOge  i/=o  loge  (  ^   +-T-  )— H tan       ?T"  — 7 2\ 

(c)  Point  close  to  rectangle ( but  not  symmetrical;  that  is,  expansion 
1      I 


in  —  ) ;  let  n  = 


2     w 


loge  i>  =  loge  W  +  U  loge  U+  (1  —  n)  \oge  (1  —  n)  —  1 


ira 


w     2n(l—n)w2    24w2  n  (1  —  n) 


unless  b=  ±7^  in  which  case 


,        ^     1  ^  .  ira      a*  <r 

loge  i/  =  lOge  W  —  1  +  o FT~2  ~~~  o^    /     2   i 2\ 

fo  &  2w     2vr    24  (w2  +  Gr) 

(<Z)  Point  very  distant  from  rectangle ( that  is,  expansion  in  —  ): 

i         r>     i            ,  {nz+(l-nY}w2     {n5+(l-n)5}w4 
loge  D  =  \oge  a  + ^-^ * ^0* 


d2   \w>     (l-3n  +  3n2)w 


24:W2\a2  a* 

(e)  Point  near    and   on   prolongation  of  shorter  axis  of  rectangle 

(that  is,  b  =  0j  expansion  in—  ): 

l0ge#  =  l0geW-l-l0ge2  +  ^-^-^2    .    .    . 

(/)  Point  distant  from  rectangle   and  on  prolongation  of  shorter 
axis  ( that  is,  5  =  0,  expansion  in  —  J 


log.D-log.a  +  5^ mPXaTtt'  '  ' 

II.  Two  rectangles 
(a)  General  case  of  equal,  symmetrically  placed,  narrow  rectangles 
( that  is,  expansion  in—  J: 

loge  i>=i(l-g)loge  (g2+w2)+^2loge  0-3/2 

,  ty  j.     -i  w  ,    d2    ,  g2 

H — -  tan      — +  -,0    o  loge    27 — 2*  *  * 
w  ^      12w2     fee$r2  +  w2 
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(b)  Rectangles  close  together  (that  is,  expansion  in  g/w): 

log,  Z>  =  log6  w-1+^log^+J--^ 

f-|i_(_4+ji...+2l0geff 

12w2[     w2     2w4  &e  w 

(c)  Rectangles  far  apart  (that  is,  expansion  in  — ): 


id)  Rectangles  coinciding  (that  is,  g.  m.  d.  of  rectangle  from  itself) 
1.  For  any  rectangle: 

~d2 


logeD  =  loge  -y/w2  +  d2-Q~2  logey  1+^— -^2  Iogey  1  + 

,  2d  A     _xw\2w  .        <d     25 

+77—  tan  l  -t+i^j-  tan 77; 

3w  d     3d  w     12 

2.  For  narrow  rectangle ( that  is,  expansion  in— J: 

■        ^     .  3  ,  ird  ,   d2    ,        d     25d2 

3.  For  line  of  length  w  (that  is,  d  =  0): 

3 

logeZ>  =  loge  W-75 

Washington,  July  19,  1929. 
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